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confirmatory testing, licensees and
other entities shall also follow the de-
vice use and care requirements speci-
fied in paragraph (e) of this section.

(e) Quality assurance and quality con-
trol of EBTs. (1) Licensees and other en-
tities shall implement the most recent
version of the manufacturer’s instruc-
tions for the use and care of the EBT
consistently with the quality assur-
ance plan submitted to NHTSA for the
EBT, including performing external
calibration checks no less frequently
than at the intervals specified in the
manufacturer’s instructions.

(2) When conducting external calibra-
tion checks, licensees and other enti-
ties shall use only calibration devices
appearing on NHTSA’s CPL for ‘‘Cali-
brating TUnits for Breath Alcohol
Tests.”

(3) If an EBT fails an external check
of calibration, the licensee or other en-
tity shall take the EBT out of service.
The EBT may not be used again for al-
cohol testing under this subpart until
it is repaired and passes an external
calibration check.

(4) In order to ensure that confirmed
positive alcohol test results are derived
from an EBT that is calibrated, the li-
censee or other entity shall implement
one of the following procedures:

(i) If an EBT fails any external check
of calibration, cancel every confirmed
positive test result that was obtained
using the EBT from any tests that were
conducted after the EBT passed the
last external calibration check; or

(ii) After every confirmed positive
test result obtained from using an
EBT, conduct an external check of
calibration of the EBT in the presence
of the donor. If the EBT fails the exter-
nal calibration check, cancel the do-
nor’s test result and conduct another
initial and confirmatory test on a dif-
ferent EBT as soon as practicable.

(5) Inspection, maintenance, and cali-
bration of the EBT must be performed
by its manufacturer or a maintenance
representative or other individual who
is certified either by the manufacturer
or by a State health agency or other
appropriate State agency.

§26.95

§26.93 Preparing for alcohol testing.

(a) Immediately before collecting a
specimen for alcohol testing, the col-
lector shall—

(1) Ask the donor whether he or she,
in the past 15 minutes, has had any-
thing to eat or drink, belched, or put
anything into his or her mouth (includ-
ing, but not limited to, a cigarette,
breath mint, or chewing gum), and in-
struct the donor that he or she should
avoid these activities during the col-
lection process;

(2) If the donor states that he or she
has not engaged in the activities listed
in paragraph (a)(1) of this section, alco-
hol testing may proceed;

(3) If the donor states that he or she
has engaged in any of the activities
listed in paragraph (a)(1) of this sec-
tion, inform the donor that a 15-minute
waiting period is necessary to prevent
an accumulation of mouth alcohol
from leading to an artificially high
reading;

(4) Explain that it is to the donor’s
benefit to avoid the activities listed in
paragraph (a)(1) of this section during
the collection process;

(5) Explain that the initial and con-
firmatory tests, if a confirmatory test
is necessary, will be conducted at the
end of the waiting period, even if the
donor has not followed the instruc-
tions; and

(6) Document that the instructions
were communicated to the donor.

(b) With the exception of the 15-
minute waiting period, if necessary,
the collector shall begin for-cause alco-
hol and/or drug testing as soon as rea-
sonably practical after the decision is
made that for-cause testing is required.
When for-cause alcohol testing is re-
quired, alcohol testing may not be de-
layed by collecting a specimen for drug
testing.

§26.95 Conducting an initial test for
alcohol using a breath specimen.

(a) The collector shall perform the
initial breath test as soon as practical
after the donor indicates that he or she
has not engaged in the activities listed
in §26.93(a)(1) or after the 15-minute
waiting period has elapsed, if required.

(b) To perform the initial test, the
collector shall—
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